Purpose: Magnetic resonance elastography (MRE) is a rapidly growing noninvasive imaging technique for measuring tissue mechanical properties in vivo. Previous studies have compared two-dimensional MRE measurements with material properties from dynamic mechanical analysis (DMA) devices that were limited in frequency range. Advanced DMA technology now allows broad frequency range testing, and three-dimensional (3D) MRE is increasingly common. The purpose of this study was to compare 3D MRE stiffness measurements with those of DMA over a wide range of frequencies and shear stiffnesses. Methods: 3D MRE and DMA were performed on eight different polyvinyl chloride samples over 20-205 Hz with stiffness between 3 and 23 kPa. Driving frequencies were chosen to create 1.1, 2.2, 3.3, 4.4, 5.5, and 6.6 effective wavelengths across the diameter of the cylindrical phantoms. Wave images were analyzed using direct inversion and local frequency estimation algorithm with the curl operator and compared with DMA measurements at each corresponding frequency. Samples with sufficient spatial resolution and with an octahedral shear strain signal-to-noise ratio > 3 were compared. Results: Consistency between the two techniques was measured with the intraclass correlation coefficient (ICC) and was excellent with an overall ICC of 0.99. Conclusions: 3D MRE and DMA showed excellent consistency over a wide range of frequencies and stiffnesses. Magn
INTRODUCTION
Magnetic resonance elastography (MRE) is a rapidly growing noninvasive imaging technique that can measure soft tissue stiffness in vivo (1, 2) . In MRE, tissues are interrogated with shear waves from an external mechanical vibration source. The propagating shear waves are imaged using a modified phase contrast MRI pulse sequence. The wave displacement data are converted to stiffness maps through mathematical techniques, collectively called "inversions," of which the most widely used are direct inversion (DI) of the Helmholtz equation and local frequency estimation (LFE) (3) Validation of MRE stiffness measurements has typically been done with mechanical testing of custom-made phantoms. However, published studies to date have had several limitations. First, the mechanical test most analogous to MRE and reported most often in the literature is dynamic mechanical analysis (DMA), which to date has had unreliable performance at frequencies over 100 Hz (4, 5) . As a result, DMA validation of MRE has generally been performed with comparisons that overlap only over narrow frequency ranges, and comparisons at frequencies over 100 Hz have often been performed by extrapolating DMA results to higher frequencies (6) (7) (8) (9) (10) (11) . Second, phantom validation has generally involved two-dimensional (2D) acquisitions, and without processing with the curl operator. Three-dimensional (3D) MRE acquisitions are increasingly common, and many groups now apply the curl operator to remove the longitudinal component of the displacement field (12, 13) , although at the expense of noise amplification (4, 14) . A comprehensive phantom study that compares the accuracy of such 3D quantitative MRE stiffness measurements over a wide range of frequencies and stiffness values by direct comparison with mechanical testing is therefore needed.
The purpose of this study was to evaluate the accuracy of quantitative 3D MRE using curl processing with the 3D DI and LFE algorithms over a range of different frequencies in phantoms with different stiffness values using a commercially available DMA instrument, which can perform over a wide range of vibration frequencies from 1 to 2000 Hz as a reference standard.
METHODS

Preparation of Eight Polyvinyl Chloride Cylindrical Phantoms and Associated DMA Samples
Eight different polyvinyl chloride (PVC) (LureCraft Inc, Orland, Indiana, USA) mixtures of different stiffnesses were used to study the accuracy of 3D MRE with curl compared with DMA. For each mixture of PVC, one cylindrical phantom of diameter 15.25 cm and height 12.5 cm was created for MRE imaging, and two smaller cylindrical tubes of inner diameter 0.9 cm and height 4.5 cm were made for DMA testing. The eight PVC mixtures were made with different volume ratios of PVC to softening agent (Lure Craft, Inc); for example, PVC 60-40 implies that it is a mixture of 60% PVC and 40% softener, and so forth. The eight samples include PVC 50-50, PVC 60-40, PVC 70-30, PVC 75-25, PVC 80-20, PVC 85-15, PVC 90-10, and PVC 95-05. Each mixture was heated to between 150 C and 175 C in a glass container with constant stirring and then poured into one cylindrical phantom mold for MRE imaging and two small cylindrical tubes for DMA testing. The samples were air-sealed in a plastic bag. All samples were allowed to cure for more than 90 days to ensure stabilization of the mechanical properties of the material. All measurements were performed at room temperature ($25 C).
DMA
For each of the eight mixtures, a new approach for DMA was performed on the two small cylindrical tube samples. The measurements were performed using a commercially available instrument (RheoSpectris C500þ; Rheolution, Montreal, Quebec, Canada), which introduces shear motion into the small cylindrical tube that contains the sample and uses nondestructive high sensitivity displacement laser measurements at the surface to measure the resulting vibration of the sample. This instrument uses the physical principle of resonant dynamic response of a material confined in a cylindrical tube. As described in more detail previously (15, 16) , the resonance eigenmodes of the sample are related to its viscoelasticity. A combination of sequential vibration pulses of different central frequencies and spectral distributions are used to mechanically excite the sample in a wide frequency band. From the corresponding spectrum, a proprietary algorithm is employed to allow accurate shear storage and loss modulus measurements over a broad range of frequencies from 1 to 2000 Hz. This form of DMA, which is sometimes called high-frequency viscoelasatic spectroscopy, was performed for each mixture at frequencies of 10-250 Hz at 10-Hz increments approximately 1 h prior to MRE data acquisition. For each mixture at each frequency, five repeated measurements were made on each small cylindrical tube sample for a total of 10 measurements. The average of these 10 measurements was used in subsequent comparisons with MRE. Standard error was computed using the standard deviation and mean for each measurement across all PVC samples. For each mixture at each frequency, the magnitude of the complex shear modulus, storage modulus, and loss modulus in kPa were estimated for comparison with MRE measurements. Figure 1 (Left) shows the schematic of the DMA instrument used in this study, and Figure 1 (Right) shows the photograph of the RheoSpectris C500þ instrument with the PVC sample inside a plastic tube.
MRE Driving Frequencies
Comparison of 3D MRE and DMA stiffness was performed over a range of frequencies with comparable wavelengths across the eight different PVC phantoms to assess the influence of sample stiffness on the accuracy while holding the shear wavelength constant. 
MRE Passive Driver Setup
Mechanical vibrations were introduced into the cylindrical phantom using a commercially available pneumatic active driver (Resoundant Inc., Rochester, Minnesota, USA) and a custom-made MRE passive driver. The cylindrical phantoms were placed on top of the passive driver ( Fig. 2A) , which was designed to cause the phantom to move uniformly in the axial direction of the cylinder. Figure 2B shows the sectional schematic of the customdesigned passive driver. Sound waves from the active pneumatic driver entered the nonvibrating area in the manifold chamber, which has a hard plastic surface that enters the vibrating area. The passive driver has an adhesive surface that was achieved using a 1.15-mm-thick, two-sided adhesive tape in the vibrating region to eliminate unwanted right-to-left and superior-inferior drift during vibration and a circular marking to aid in phantom positioning (Fig. 2C) . The driver only contacted the phantom around the bottom edge and not the entire bottom surface, as observed in the schematic in Figure 2B , reducing the amount of longitudinal wave energy introduced into the phantom to minimize phase wraps. This setup resulted in the side walls of the phantom becoming the source of shear wave generation and caused waves to propagate from the phantom edge to the center. The diameter of the cylindrical phantom was 15.25 cm, and the desired ratio of the wavelength to the geometry represented by the nominal wavelengths of 1.1, 2.2, 3.3, 4.4, 5.5, and 6.6 wavelengths across the sample were achieved using the calculated vibration frequencies for each of the eight PVC samples. As an example, for PVC 50-50, the desired 2.2 wavelength-to-geometry ratio was obtained using a vibration frequency of 26.95 Hz, which resulted in 2.2 times the diameter of the cylindrical phantom (ie, 33.55 cm). These vibration frequencies for all eight PVC samples were estimated from the aforementioned DMA stiffness. The power settings for the active driver were determined and adjusted for each frequency across eight samples to produce approximately similar wave amplitudes as described later in the pilot study section.
MRE Image Acquisition
Imaging was performed on a 3.0T whole body MR imager (Optima MR450W; GE Healthcare, Milwaukee, Wisconsin, USA). The cylindrical phantom was placed on the custom-made passive driver and placed inside an eightchannel head coil ( Fig. 2A) . Imaging was performed in the coronal plane relative to the bore of the MRI scanner, which produced axial cross sections of the cylindrical phantom. A modified spin-echo echo planar imaging sequence was used for image acquisition at the specified vibration frequencies (Supporting Information) for each sample with the following acquisition parameters: number of shots ¼ 2; number of excitations (NEX) ¼ 8; repetition time ¼ 877.9-1517.5 ms; echo time ¼ 37-52 ms; field of view (FOV) ¼ 32.0 cm; image matrix ¼ 128 Â 128; number of continuous 2.5-mm-thick coronal slices with 0 mm spacing ¼ 11; number of motion-encoding gradient pairs ¼ 1-3; and x, y, and z motion-encoding directions. Parallel imaging using sensitivity encoding (SENSE) reconstruction was accomplished with array spatial sensitivity encoding technique (ASSET) factor R ¼ 2, and eight phase offsets spaced evenly over one vibration period were used. Data were acquired at 3-mm isotropic resolution. The vibration frequencies were matched with the motion-encoding frequency for frequencies greater than 80 Hz, and motion-encoding gradient mismatch was employed at lower frequencies to obtain reasonably lower echo times. Acquisitions were not performed for frequencies lower than 20 Hz due to the frequency response limitation of the active driver.
Pilot Study to Determine Power Levels
MRE image acquisition was performed on all eight samples using the aforementioned parameters except with the NEX ¼ 1 as a pilot study. The primary purpose of this study was to determine the driver power levels needed to produce similar wave amplitudes with reasonable levels of phase wrap at each frequency across the eight samples. The power setting was manually set by starting at a high power level and reducing the driver power by 5% step by step until there were minimal or no phase wraps by visual inspection of the data at the scanner interface. These power settings were then used for the final MRE data acquisition. The vibration frequencies were chosen for the corresponding effective wavelengths for all eight PVC samples for MRE data acquisition.
MRE Image Analysis
The first temporal harmonic of the acquired wave images was calculated via temporal Fourier transform of the phase difference image series (3), and the curl operation was applied using a 6 nearest neighbor kernel to the complex 3D displacement field to remove the effects of longitudinal waves that would otherwise produce artifacts in the inversion results. MRE DI was then performed as follows. First, the curled data were processed using a 3 Â 3 Â 3 Romano (4) smoothing filter and 20 3D directional filters of order 4 with lower frequency cutoff at 0.5 cycles/field of view (FOV) and upper frequency cutoff at 40 cycles/FOV (17) . Then three elastograms (one for each component of the curl) were calculated from the smoothed curl images using a 3D DI algorithm with a 3 Â 3 Â 3 Laplacian 6 nearest neighbor kernel (3, 18) . A weighted average based on the squared amplitude of shear wave motion in each of the components of the curl was used to combine these elastograms into a single estimate for each slice. The final elastogram for each slice was smoothed using a 3 Â 3 Â 3 cubic shaped spatial median filter to improve the regional homogeneity of tissue stiffness estimates. The direct inversion algorithm estimates the complex shear modulus with the storage modulus as the real part and the loss modulus as the imaginary part. These were then compared with DMA measured values for each of the PVC samples across different effective wavelengths.
MRE stiffness using 3D LFE was also performed on the curled first harmonic data to obtain the shear stiffness in kPa (3, 19) using the standard default parameter settings for LFE (20) . Shear stiffness is defined as the product of wave speed squared and density, where density is assumed to be that of water. DMA measured stiffness was converted to shear stiffness for comparison with LFE-derived shear stiffness.
The phantom was semi-automatically segmented from the magnitude images using a random walker segmentation algorithm (21) . Four pixels were eroded along the slice-select direction and across the phantom diameter to reduce edge effects. The shear wave quality within the volume of interest was assessed using the octahedral shear strain signal-to-noise ratio (OSS-SNR), which has been shown to yield stable stiffness results above a threshold of 3 (22) . The mean OSS-SNR was calculated from the curl-processed data for the selected volume, and mean MRE stiffness values were calculated using only voxels with OSS-SNR > 3 by excluding pixels with lower OSS-SNR values within the selected volume. MRE DI-derived stiffness and LFE-derived shear stiffness were then compared with DMA stiffness as the reference standard for the purposes of this study.
Effect of Spatial Resolution Compared with Theory
The results of DI can be affected by discretization error in the derivative estimation when the spatial resolution is low and there are insufficient pixels per wavelength (and thus the derivatives are estimated over a significant fraction of a wavelength). The closed-form expression for the underestimation error ( max ) in a discrete Laplacian estimate of a pure complex sinusoid as a function of pixels/wavelength (N) for a [1 À2 1] central difference kernel is given by the following equation (see Supporting Information for derivation):
In this study, the 6.6 wavelength/diameter acquisitions had 9.2 pixels/wavelength (N), which should result in an overestimation of stiffness of about 4% using Equation [1] . This error estimate does not take into account the discretization error introduced by the curl processing, which is more difficult to analyze. Table 1 shows the expected % discrete Laplacian error for all the six different effective wavelengths (l eff ). Papazoglou et al. (23) also analyzed Laplacian discretization error; for 9.2 pixels/wavelength, they predict an overestimation of 8%, but their analysis was based on a larger central difference scheme, using a [1 0 -2 0 1] kernel.
Statistical Analysis
The purpose of this study was to compare 3D MRE results with those of DMA under circumstances where the MRE acquisition was sufficient to allow accurate inversions. For this purpose, careful judgment was made to include only the datasets that had both adequate spatial resolution and adequate SNR. First, wave data with discrete Laplacian errors more than 3% were excluded from the statistical analysis to avoid overestimation bias. For this reason, the samples with 6.6 waves across the dimension of the cylindrical phantom were compared separately to analyze the overestimation resulting from the discretization error. Second, MRE data across all eight PVC samples with inadequate signal, defined as a mean OSS-SNR 3, were excluded from the analysis, because it has been reported that stable stiffness estimates can only be achieved above this threshold (22) , and low SNR is known to cause MRE inversion algorithms to underestimate stiffness (15) . Of the remaining samples, consistency between MRE and DMA was measured with intraclass correlation coefficient (ICC) using a one-way random effects model (24) separately for DI complex shear modulus, storage modulus, and loss modulus and also for LFE shear stiffness. Analysis was performed using SAS statistical software version 9.4 (SAS Institute Inc., Cary, North Carolina, USA).
RESULTS
DMA results showed that the eight PVC samples had stiffnesses in the range of 3À23 kPa. The average standard error across all the PVC samples based on the 10 measurements for each frequency was 4.75%. Supporting Figure 5 shows the plot between MRE DI and the interpolated DMA stiffness (magnitude of the complex shear modulus) values across all frequencies for these data sets.
Consistency of the storage modulus estimated from MRE DI stiffness and DMA was also excellent, similar to the ICC estimation for the magnitude of the complex shear modulus with ICC ¼ 0.99 (95% CI ¼ 0.97-0.99). Figure 6 shows the plot between MRE DI and the DMA storage modulus values in kPa across all frequencies for these data sets.
Consistency of the loss modulus estimated from MRE DI stiffness and DMA was lower with ICC ¼ 0.61 (95% CI ¼ 0.31-0.80). Figure 7 shows the plot between MRE DI and the DMA loss modulus values in kPa across all frequencies for these data sets with MRE overestimating loss modulus compared to DMA.
Consistency of the shear stiffness estimated using 3D LFE and DMA was also excellent, similar to the ICC estimation for the magnitude of the complex shear modulus with ICC ¼ 0.99 (95% CI ¼ 0.97-0.99). Figure 8 shows the plot between MRE LFE and DMA shear stiffness in kPa across all frequencies for these data sets.
The comparison results for 6.6 waves per dimension acquisitions are shown in Table 2 . MRE overestimated stiffness compared with DMA by an average value of approximately 7.6% overall across the eight PVC samples. Only one data point for PVC 80-20 had an underestimated MRE DI stiffness. Overall, the results compared well with the predicted values of 4% overestimation for our kernel size.
DISCUSSION
This is the first study to systematically study the quantitative accuracy of MRE stiffness using a material testing reference standard across a wide range of vibration frequencies without extrapolation. In this study, we have shown that 3D MRE DI and LFE measurements show excellent consistency with DMA measurements when studying samples with adequate number of pixels per wavelength and mean OSS_SNR (after the curl operation) > 3 over a wide range of sample stiffness.
This study used a wide range of matched DMA and MRE driving frequencies that ranged from 20 to 205 Hz. Earlier generations of DMA devices generally could only report low frequencies, typically from 1 to 100 Hz, or used custom-built mechanical testing devices that could reach higher frequencies but were not commercially available (6) (7) (8) (9) (10) (11) . Also, many previous studies used DMA instruments that required at least 10% precompression of the samples to avoid sample slipping. The applied precompression stresses the samples that affect the resulting DMA stiffness, and reproducibility is also a challenge under such circumstances. These issues are addressed with the DMA instrument used in this study, which does not require precompression for sample holding and can directly acquire data at higher frequencies. This has enabled a more robust and direct comparison of MRE measurements with DMA.
This study also applied statistical analysis to study the accuracy of MRE measurements with 3D processing by comparing it with DMA stiffness as a reference standard. One prior study reported correlation comparisons using 2D MRE, but there were no matched frequency comparisons between MRE and DMA, because DMA was performed from 10 to 50 Hz and MRE was performed from 100 to 200 Hz, and only average estimates were statistically compared (10) . In the current study, many different batches of PVC phantoms with varying stiffness and matched MRE and DMA frequencies allowed systematic testing and comparisons and statistical analysis between MRE and DMA results.
The PVC phantoms used in this study were almost elastic, with very low loss modulus, so that the magnitude of the complex shear modulus, storage modulus, and shear stiffness (wave speed squared multiplied by density) are essentially identical. The ICC for the magnitude of the complex shear modulus and the storage modulus were very high (0.99), which shows excellent consistency between MRE and DMA. The ICC was much lower for the loss modulus (0.61), and MRE significantly overestimated the loss modulus relative to DMA, implying either a systematic bias in the DI algorithm or an error in the DMA measurements or both. Future comparisons with more viscoelastic phantom materials may provide more insight into this issue.
This study evaluated the accuracy of MRE over a wide range of stiffnesses and showed that 3D MRE provided accurate answers across the full range of stiffnesses tested as long as the criteria of adequate spatial resolution and SNR criteria were met. The 6.6 wave acquisitions were expected to have discretization errors of approximately 4% in calculating the Laplacian. The results indicate an approximate 7.6% overestimation by the MRE-derived stiffness, showing the importance of having sufficient spatial resolution to obtain accurate MRE stiffness. Similarly, the data sets with inadequate SNR (mean OSS-SNR < 3; the 1.1 and some of the 2.2 wave acquisitions) showed very strong underestimates of stiffness, as expected, showing the importance of adequate SNR. This emphasizes the importance of choosing the proper driving frequency for MRE to obtain both sufficient spatial resolution and adequate OSS-SNR.
There are several factors in the study design that may limit the generalization of the results. The first is that only data sets with adequate spatial resolution and sufficient signal based on OSS-SNR were analyzed for comparison between MRE DI, MRE LFE and DMA-derived stiffness. This approach was taken to perform a comparison between MRE and DMA under adequate conditions for MRE. Therefore, caution should be taken in generalizing these results if these conditions are not true, and it is often challenging to meet these conditions in some clinical applications of MRE.
Second, the phantom design lent itself to the generation of reflections. Both the enclosed cylindrical phantom and the choice of PVC as the medium (which has less damping than biologic tissues) encourage reflections, and for all samples, vibration frequencies were close to resonance. In addition, driving from the bottom of the phantom with the energy transmitted to the sides of the cylinder created more bulk motion and reflections than would have been created by directly applying shear motion to the surface of the gels. However, PVC curing forms a meniscus on the surface of the gel that varies in dimension across different PVC samples, which would yield varying contact with the passive driver. Because uniform driving was critical to this study, it was elected to tolerate increased reflections and bulk motion rather than variable passive driver contact. Third, the PVC gel yielded poor MR signal, and in particular the 1.1 wave acquisitions resulted in very low OSS-SNR despite using an NEX of 8 to boost the MR signal. Use of a phantom material with higher MR signal might have provided more data points for comparison.
Fourth, the MRE processing of the wave data used a fixed (and very small) kernel size for the DI algorithm to match some imaging scenarios, while one would typically use much larger kernels to derive a mean stiffness for a homogeneous phantom.
Fifth, the PVC phantoms used in this study were almost elastic, with very low loss modulus, but a systematic bias was observed in the loss modulus results. The cause of this bias remains under investigation. Because soft tissue is more viscoelastic, this weakens the validation of MRE with respect to soft tissue. However, the storage modulus results, with an ICC of 0.99, are unaffected by this bias, and the magnitude of the complex shear modulus and shear stiffness results will be affected only slightly except for materials with extremely high ratios of loss modulus to shear modulus.
Finally, the DMA instrument that was used as a reference standard in this study could have possible intrinsic errors in stiffness estimation that could have an effect on our study. However, the average standard error across all measurements was 4.75% implying highly reliable measurements. Based on these results, the authors believe that the limitation from the errors from DMA measurements in this study is minimal.
CONCLUSIONS
This study has studied the accuracy of 3D quantitative MRE by comparing directly with DMA measurements over a wide range of stiffnesses from 3 to 23 kPa and frequencies from 20 to 205 Hz. There was excellent consistency between MRE and DMA results for samples with OSS-SNR > 3, with an ICC value of 0.99. Samples with too low a spatial resolution showed an overestimation in stiffness, and samples with too low an SNR showed an underestimate of stiffness, both in accordance with theory. The results indicate that MRE data with adequate spatial resolution and SNR can yield accurate MRE stiffness values over a wide range of stiffnesses and frequencies.
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